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In normal practice, microphones are calibrated in a closed coupler where the sound pressure is
uniformly distributed over the diaphragm. Alternatively, microphones can be placed in a free field,
although in that case the distribution of sound pressure over the diaphragm will change as a result
of the diffraction of the body of the microphone, and thus, its sensitivity will change. In the two
cases, a technique based on the reciprocity theorem can be applied for obtaining the absolute
sensitivity either under uniform pressure or free-field conditions. In this paper, signal-processing
techniques are considered that improve the accuracy of the free-field calibration method. In
particular, a fast Fourier transform ~FFT!-based time-selective technique for removing undesired
reflections from the walls of the measurement chamber has been developed and applied to the
electric transfer impedance function between two microphones. The acoustic centers of the
microphones have been determined from the ‘‘cleaned’’ transfer impedance values. Then, the
complex free-field sensitivities of the microphones have been calculated. The resulting complex
sensitivities and acoustic centers have proved to be in good agreement with previously published
data, and this confirms the reliability of the time-selective technique, even in nonanechoic
environments. Furthermore, the obtained results give a new reference for further comparisons,
because they cover a frequency range with an accuracy that has not been obtained by previously
published data. © 2003 Acoustical Society of America. @DOI: 10.1121/1.1604123#
PACS numbers: 43.38.Kb, 43.20.Ye, 43.60.Qv @DKW#
I. INTRODUCTION
The absolute determination of the free-field sensitivity
of a condenser microphone is carried out making use of the
reciprocity technique. The free-field reciprocity calibration
of microphones was first discussed by MacLean.1 Later,
Wathen-Dunn2 described in more detail some theoretical as-
pects of the calibration, such as the acoustic center of the
microphones, and suggested that the coupling of the micro-
phones may occur. Rudnick and Stein3 presented an experi-
mental study of the free-field calibration based on the works
of MacLean and DiMattia.4 Further experimental attempts of
free-field calibrations were described by Terry5 and
Niemoller,6 who introduced the possibility of carrying out
calibrations in the time domain. In the 1990’s, some national
metrology institutes described the experimental apparatus
used for free-field reciprocity calibrations, and presented
some results.7–11 Finally, the calibration method has been
standardized.12
In the implementation of the free-field calibration setup
a number of problems occur. The first is a very poor signal-
to-noise ratio that can be negative at low frequencies when
measuring the electrical transfer impedance between the two
microphones. This can be partially solved by applying some
signal conditioning techniques and by measuring the electri-
cal transfer impedance at short distances between the micro-
phones. However, it is worth mentioning that when the dis-
tance between the microphones is sufficiently short, a
standing wave could be formed between the diaphragms of
the microphones.
Another problem present in the free-field calibration is
the nonideal performance of the anechoic environments de-
veloped to realize the free field under controlled environ-
mental conditions. The problem is due to reflections from the
walls of the anechoic chamber. These reflections and the
standing wave between the microphones, though small, can
have a significant influence on the measured electrical trans-
fer impedance function between the microphones, and thus
on the free-field sensitivity of the microphones. If a low un-
certainty on the determined value of the sensitivity is to be
achieved, the effect of such reflections must be reduced or
eliminated from the electrical transfer impedance between
the microphones. This can be determined in the time domain
by means of a gating or time-selective technique either in
real time or by postprocessing the data obtained in the fre-
quency domain. Earlier work that includes time-selective
techniques on the free-field calibration of condenser micro-
phones has been done by Lambert and Durocher,13 and
Blem,14 who explored the possibility of removing unwanted
reflections by applying a time-selective window using an
FFT-based procedure. Vorla¨nder15 also proposed the applica-
tion of a time-selective window to the impulse response,
which was obtained by the use of broadband signals. In this
paper, an FFT-based time-selective technique is analyzed.
The proposed procedure consists of three major stages:
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tion of the impulse response and the application of a time-
selective window; and ~c! the calculation of the cleaned fre-
quency response.
It is possible to measure the electrical transfer imped-
ance at equidistantly placed frequencies in a finite frequency
range. If any Fourier transformation is to be applied, the
missing portions of the frequency response must be com-
pleted by an adequate procedure. Then, the inverse Fourier
transform is applied to the completed frequency response in
order to obtain the impulse response. It contains information
about the direct wave between the microphones as well as
the reflections and standing waves. These undesired effects
can be removed by means of a time-selective window.
Finally, the cleaned electrical transfer impedance can be
obtained by applying the Fourier transform. This result can
be used for determining the acoustic centers of the micro-
phones and the free-field sensitivity of the condenser micro-
phone. A schematic representation of the procedure is shown
in Fig. 1.
The overall effect of the application of the cleaning pro-
cedure over the accuracy of the microphone sensitivity is
studied by making use of a simulated transfer impedance
between the two microphones. These results are used for
validating the application of the time-selective technique by
comparing them with complementary experimental and nu-
merical results.
II. THE ELECTRICAL TRANSFER IMPEDANCE
Consider two microphones located at an acoustical dis-
tance d12 from each other in a free field. The electrical trans-
fer impedance between the microphones at the frequency f is
defined in Ref. 12 as the ratio of the open-circuit voltage on
the electrical terminals of the receiver microphone, u2 , to the
electrical current through the electrical terminals of the sec-




5 j r f2d12 M f ,1M f ,2 exp~2 jgd12!, ~1!
where M f ,1 and M f ,2 are the free-field sensitivities of the
microphones, r is the density of the medium, and g is the
complex propagation coefficient, which includes the air ab-
sorption. The electrical transfer impedance is the basis of the
reciprocity technique as it contains information about the
free-field sensitivities of the two microphones, thus provid-
ing means for determining their sensitivities. Figure 2 shows
a diagram of the microphones in the free field.
Information regarding the shape of the corresponding
impulse response can be extracted from the factors in Eq. ~1!.
It is possible to divide the electrical transfer impedance into
three different factors. The first is the frequency multiplied
by a constant, the second is the product of sensitivities, and
the third is the complex exponential of the product of acous-
tical distance and the complex propagation coefficient. The
FIG. 1. Schematic of the procedure for removal of re-
flections of a complex frequency response function.
FIG. 2. Schematic of two microphones in a free field. One of the micro-
phones is acting as a sound source ~transmitter! and the other as a receiver.
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shape of the impulse response of the electrical transfer im-
pedance is the convolution of the impulse responses of each
factor.
The first term may be considered as a differentiation that
emphasizes high frequencies; this is a consequence of the
fact that the transmitter microphone is acting as a monopole.
The second term can be considered as a multiplication of two
systems, each of a single degree of freedom. The last term
can be interpreted as a time delay. This implies that the varia-
tions observed in the impulse response should be mostly as-
sociated with the variations in the parameters of the two
single-degree-of-freedom systems associated with the free-
field sensitivities. This indicates that the parameters of the
time-selective procedure should be selected taking such in-
formation as a basis.
A quantity used for determining the time it takes the
impulse response of a system of a single degree of freedom
to decay to an arbitrary level with respect to its maximum





where ma is the acoustical mass and Ra is the acoustical
resistance from the system of a single degree of freedom.
III. REMOVAL OF REFLECTIONS
The reflections from the walls of the anechoic chamber
and standing waves between the microphones can be elimi-
nated from the electrical transfer impedance, Ze ,12( f ), using
the following procedure. The impulse response of the elec-
trical transfer impedance, ze ,12(t), can be calculated by ap-
plying the inverse Fourier transform ~IFT!. In the time do-
main, the reflections appear as scaled and perhaps distorted
replicas delayed from the main impulse response. Thus a
time-selective window, w(t), may be applied to remove
them. Then, the ‘‘cleaned’’ electrical transfer impedance,
Ze ,12,C( f ), can be calculated by applying the Fourier trans-
form to the windowed impulse response, ze ,12,w(t). The pro-
cedure graphically shown in Fig. 1 can be formalized as
Ze ,12~ f ! ——→
IDFT
ze ,12~ t ! ——→
w~ t !
ze ,12,w~ t ! ——→
DFT
Ze ,12,C~ f !.
~3!
According to the definition of the IFT of a complex




X~ f !exp~ j2p f t !d f , ~4!
the frequency response must be known at all frequencies.
However, in practice, it is only possible to measure the elec-
trical transfer impedance in a limited frequency range. There
is a low-frequency limit, f 0 , below which it is impossible to
measure the electrical transfer impedance. This is caused by
the microphone’s thermal noise.16 When combined with the
microphone’s very low radiation capabilities, this results in
an extremely poor signal-to-noise ratio at low frequencies.
On the high-frequency side, the limitations come from the
capacity of the data acquisition software, which makes it
possible to measure only up to a frequency f max where the
electrical transfer impedance may not have decayed suffi-
ciently.
If any Fourier transform-based postprocessing is to be
performed on the electrical transfer impedance, it has to be
defined in the whole frequency interval, formally from 2‘
to 1‘ as in Eq. ~4!, or from 0 to 1‘ for a one-sided fre-
quency response. Then, a treatment of the missing portions
of the frequency response must be carried out.
A. Treatment of the frequency response
The frequency response must be completed in the whole
frequency domain before the inverse Fourier transform is
applied. This means that the low-frequency portion @0,f 0#
and the high-frequency portion @ f max ,1‘# must be generated
in such a way that follows the physical behavior of the func-
tion without modifying the measured electrical transfer im-
pedance function. The procedure is shown schematically in
Fig. 3.
1. Low-frequency artificial extension of the electrical
transfer impedance
The missing low-frequency values can be completed by
patching ideal values to the measured of the electrical trans-
fer impedance. This solution is based on the fact that at low
frequencies, diffraction and radiation impedance effects are
almost negligible, and the free-field sensitivity becomes con-
stant and almost equal to the pressure sensitivity. Thus, a
lumped-parameter model can be used for generating the ideal
electrical transfer impedance.17 The lumped parameters can
be determined from pressure sensitivity data. The resulting
patched electrical transfer impedance, Ze ,12,E( f ), is defined
as
FIG. 3. Schematic of the procedure for the treatment of an incomplete frequency response prior to the Fourier analysis.
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Ze ,12,E~ f !5H Ze ,12,i~ f ! 0< f < f 0Ze ,12,m~ f ! f 0< f < f max , ~5!
where Ze ,12,i is the ideal electrical transfer impedance calcu-
lated from the lumped-parameter model of the microphone
and Ze ,12,m( f ) is the measured electrical transfer impedance.
One of the possible shortcomings of this procedure is
that the effect of the reflections is larger at low frequencies.
As the procedure uses an ideal, reflectionless frequency re-
sponse for filling the missing part, a realistic representation
of the disturbances may not be obtained, though ultimately
the reflections are to be removed. Furthermore, the patching
of ideal data to measured data may introduce an additional
problem. The value of the electrical transfer impedance at the
lowest measured frequency, f 0 , may correspond either to a
maximum or a minimum of the standing wave pattern. This
will introduce a discontinuity on the slope of the extended
electrical transfer impedance function that may be reflected
onto the impulse response.
2. Low-pass filtering of the electrical transfer
impedance
The sensitivity of a microphone tends to decay at high
frequencies as a consequence of the mechanical behavior of
the diaphragm. This is explained by the fact that above the
resonance frequency of the diaphragm, its movement is con-
trolled by its mass, and therefore the sensitivity approaches
zero asymptotically. This behavior is also reflected in the
electrical transfer impedance. It suggests the possibility of
accelerating artificially this decay in the measured frequency
range, provided that the upper frequency is well above the
resonance frequency of the microphones. This can be done
with a low-pass filter. The low-pass filtered electrical transfer
impedance, Ze ,12,L( f ) is defined by
Ze ,12,L~ f !5Ze ,12,E~ f !L~ f !, ~6!
where L( f ) is the low-pass filter. This filter should not alter
the modulus of the electrical transfer impedance in the fre-
quency range of concern, and therefore, ideally, it should
have a value of unity in the interval @0,f f # and zero in the
rest of the whole frequency range. However, an ideal filter
with these characteristics will introduce a noncausality prob-
lem on the impulse response; therefore, a causal filter should
be applied instead. Such a filter, a linear-phase FIR filter for
instance, can be developed by means of the techniques de-
scribed in several digital signal-processing textbooks, for ex-
ample in Ref. 18.
B. Time-selective window
Once the missing portions of the electrical transfer im-
pedance have been completed, the inverse Fourier transform
is applied and the impulse response, ze ,12(t), is obtained. The
impulse response contains information about the direct wave
between the two microphones, the standing wave between
the microphones and the reflections from the walls of the
anechoic room. In order to remove the last two effects, a
time-selective window, w(t), can be applied. This time-
selective window must not modify the direct wave between
the microphones, and must completely eliminate the reflec-
tions, which can be considered as attenuated, delayed repli-
cas of the direct wave. Therefore, the time-selective window
should have a value of unity in the time interval where the
impulse response contains the direct wave, and zero every-
where else. The first choice may be a rectangular window.
However, as this window has high sidelobes, it is expected
that it will introduce some ripple in the frequency response
caused by cutting abruptly the impulse response where it has
not decayed completely to zero. This effect can be reduced
by applying a smoothing function on the extremes of the
time window. A window with smooth extremes can be gen-
erated by convolving the rectangular window with a smooth-
ing function. Although the extremes of the window can be
considerably smoothed by the convolution, the height of the
first sidelobe is approximately the same as that of the rect-
angular window. This is a natural consequence of the gen-
eration and form of the window itself. One of the convolved








where a is the smoothing portion of the window, and N is the
length of the window. The convolution procedure can also be
applied for other smoothing functions such as those related
to Kaiser or Blackman windows.19
IV. CALCULATION OF THE SENSITIVITY AND OTHER
PARAMETERS
Once the undesired reflections on the electrical transfer
impedance have been removed by the procedure described
above, it is possible to use this cleaned function for the cal-
culation of the sensitivity of the microphones and other as-
sociated parameters.
The free-field sensitivity of a condenser microphone can
be obtained from Eq. ~1!. This equation contains the product
of the free-field sensitivities of the two microphones. It pro-
vides an equation with two unknowns. If a third microphone
is coupled successively with the other two microphones, a
set of three equations with three unknowns is obtained. Then,
the sensitivity of each microphone can be obtained in abso-
lute terms. Solving the system of equations, the sensitivity of









Similar expressions can be obtained for the other two micro-
phones. This equation is used for calculating the free-field
sensitivity after cleaning the electrical transfer impedance
functions. Also, it can be proved ~see Ref. 12! that the free-
field sensitivity can be expressed as a function of the product
of the pressure sensitivity ~where the diaphragm of the mi-
crophone is subjected to a uniform pressure!, a diffraction
factor S( f ,u), and the ratio of the impedance of the micro-
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S~ f ,u!. ~9!
The latter two factors can be considered as a single one, and
renamed as the free-field factor, which is the ratio of the
free-field sensitivity to the pressure sensitivity. This quantity
is of great practical utility, and it is widely used in field
measurements in its logarithmic form and known as the free-
field correction. It provides a parameter that is easier to com-
pare with experimental and theoretical results obtained else-
where. Also, as the most significant effect shown in Eq. ~9! is
the diffraction factor, it is expected that the free-field correc-
tion should be the nearly the same for all microphones with
the same geometrical configuration and acoustical imped-
ance.
It can be seen that in Eq. ~8! there is a parameter with a
significant influence on the final free-field sensitivity. This
parameter is the true acoustic distance between the micro-
phones. The true acoustic distance depends on the acoustic
centers of the two microphones as defined in Ref. 12.
The experimental determination of the acoustic center
can be carried out using simple linear regression techniques
if measurements are made at several distances. This proce-
dure can be used when there is confidence in the character-
istics of the air in the environment where the measurements
are made.
V. COMPUTER MODELING OF THE ELECTRICAL
TRANSFER IMPEDANCE
A computer model based on Eq. ~1! has been developed
using MATLAB. The product of sensitivities in the electrical
transfer impedance is generated by making use of the
lumped-parameter model of the microphones and a typical
free-field correction.20 The reflections from the imperfect
anechoic chamber and the standing wave between the micro-
phones are introduced using the concept of image sources. It
should be mentioned that Delany and Bazley21 have pointed
out that the total field at any point inside the enclosure
should be calculated by summing the six waves reflected
from the walls and the direct wave from the source with due
regard of the relative phase of these waves, and that their
relative phase may change as a function of the impedance of
the walls. This should give a better agreement between the
calculated and measured interference patterns. On the other
hand, the walls of the anechoic chamber are formed by a
number of wedges that will certainly modify the shape of the
reflected wave in an unpredictable manner. However, in this
case it is not very important to reproduce the exact shape of
the reflections, but to indicate the approximate time instant
when they occur. This can be achieved with the use of the
image source theory. The cleaning procedure is applied to
this simulated electrical transfer impedance in order to evalu-
ate the effect of the procedure as well as of the signal-
processing parameters used to generate it. The selection of
such parameters is described below.
The first aspect to be analyzed is that of the duration of
the direct wave between the microphones. This can be esti-
mated by making use of the lumped-parameter model of the
microphones and the time constant defined in Eq. ~2!.
The microphones to be analyzed are laboratory standard
microphones: 1-in. laboratory standard microphones, LS1P.
The above type corresponds to the microphone Bru¨el and
Kjær model 4160. The results from this study can be ex-
tended to other types of microphones as for instance the 1/2-
in. laboratory standard, LS2P. Typical values given by the
manufacturer for the lumped-parameter model of the pres-
sure sensitivity are shown in Table I.
The impulse response will have a peak at the instant
corresponding approximately to the time it takes for the
sound wave to travel from the transmitter microphone to the
receiver. After this peak it will decay exponentially accord-
ing to the time constant defined in Eq. ~2!. This constant
provides a measure of how rapidly the amplitude of an im-
pulse response of a system of a single degree of freedom
decays following an exponential behavior, e2(1/t)t, where t
is the time constant, and t is the time. This can be used to
predict the time when a given decay is expected to occur.
Thus, for the parameters given in Table I, the time constant is
0.0345 ms. This value indicates a fast decay of the impulse
response. Note that Eq. ~1! contains a product of two systems
of a single degree of freedom. Then, the resulting convolu-
tion has a time constant that is two times the time constant of
one system. Thus, using the calculated time constant, the
direct wave should have decayed to one thousandth of its
maximum amplitude about 0.5 ms after the peak has been
reached. However, it is worth mentioning that it is expected
that the actual values of the lumped-parameter model may
change under free-field conditions, due to the presence of a
radiation impedance and the diffraction factor. Such changes
may modify the resonance frequency and the quality factor
of the microphone.
With the above result it is possible to determine whether
the reflections from the walls and the expected standing
wave between the microphones will be far enough from the
direct wave to avoid truncating it when applying the time-
selective window. Consider that the microphones are located
at a distance of 30 cm from each other in the middle of an
anechoic room having free-space dimensions of 120380
3175 cm. At these conditions, the direct wave between the
microphones will have its peak at about 0.87 ms, and the
amplitude of the impulse response should decay to one thou-
sandth of its maximum at 1.37 ms. On the other hand, the
closest disturbance to the direct wave is the standing wave
between the microphones. The time instant where it should
appear in the impulse response is about 2.6 ms. The rest of
the reflections will come at a later time: first from the lateral
walls and then from the ceiling and the floor of the chamber.
These last two reflections come at a time of about 5.1 ms, but
TABLE I. Values of the lumped parameters for condenser microphones
LS1P.
LS1 ~B&K 4160!
Acoustic mass, ma 345 kg m24
Acoustic compliance, Ca 1.19310212 m3 Pa21
Acoustic resistance, Ra 2031026 Pa s m23
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as discussed above the actual reflection point on the walls is
unknown, and therefore the times given above may change
in the actual measurements.
In order to obtain a realistic impulse response, the fre-
quency response should be sampled using parameters that
are in full accordance with the physical characteristics of the
microphones. The resonance frequency and the quality factor
of the microphones, Q, give information about the lowest
higher-limit frequency, f max , that must be measured or simu-
lated in order to determine a realistic impulse response. For
LS1P microphones, the resonance frequency is about 8.5
kHz, and the quality factor is nearly unity. This implies that
the system has a broad resonance. And, at a frequency 1.5
times the resonance frequency, the average power has
dropped 50% or 3 dB the from the value at the resonance
frequency; if a realistic decay of the impulse response is to
be achieved, the maximum frequency should not be less than
the above limit. It must be also noticed that the Eq. ~1! con-
tains the frequency as a factor, which corresponds to a dif-
ferentiation that clearly emphasizes high frequencies. As it is
desirable to have a frequency response whose high-
frequency values should have decayed sufficiently, a proper
minimum value for f max should be estimated.
As the maximum frequency defines the size of the time
step in the corresponding impulse response, the number of
sampled frequency points should be large enough ~a! to de-
scribe properly the irregularities caused by the standing wave
and reflections from the walls, and ~b! to include all the
primary reflections, i.e., to give a time record that includes
such reflections.
The first reflection appears with a frequency periodicity
of about 380 Hz, and the latest with a period of about 200
Hz. This implies that in order to sample the disturbances
appropriately, the size of the frequency step should not be
larger than 100 Hz, and less if possible. This figure may
change slightly if the distance between the microphones is
increased, as it is in practical situations where it can take
values between 20 and 40 cm. This is a minor variation,
however, because the time where the reflections appear does
not change in a significant manner when the distance be-
tween the microphones is in the given interval.
The number of frequency samples is given by dividing
f max by the frequency step. The number of frequency points
as well as the sampling frequency can be increased in order
to obtain a sampling of the shape of the disturbances. These
calculated time parameters have been used as a basis for a
number of simulations of the cleaning procedure applied to a
simulated electrical transfer impedance that contains reflec-
tions from the walls.
The first parameter to be evaluated is the upper fre-
quency, f max . The objective is to provide a suitable value of
f max so as to generate a realistic impulse response that con-
tains all the relevant information required for a proper sepa-
ration of the direct wave between the microphones. For this
purpose, an electrical transfer impedance function between
two LS1P microphones located 30 cm from each other has
been generated at four different frequency ranges with maxi-
mum frequencies, f max , of 1.5 f res , 2 f res , 3 f res , and 4 f res . In all four cases the frequency interval has been di-
vided into 1024 points. A low-pass frequency window has
been applied onto the simulated electrical transfer impedance
in order to make it converge to zero at the high-frequency
limit. Figure 4 shows a graphic of the electrical transfer im-
pedance function for the last case, 4 f res . Figure 5 shows the
Hilbert envelope of the corresponding impulse responses of
the four cases.
FIG. 4. Simulated electrical transfer impedance function between two LS1P
microphones located 30 cm from each other in a free field. The maximum
frequency is 4 f res .
FIG. 5. Hilbert envelope of the impulse response from four simulated elec-
trical transfer impedance functions with maximum frequencies: ——— 4
 f res ; --- 3 f res ; fl 2 f res , and -- 1.5 f res .
1472 J. Acoust. Soc. Am., Vol. 114, No. 3, September 2003 Barrera-Figueroa et al.: Calibration of condenser microphones
Downloaded 29 Jun 2010 to 192.38.67.112. Redistribution subject to ASA license or copyright; see http://asadl.org/journals/doc/ASALIB-home/info/terms.jsp
As expected, the direct wave between the microphones
rises to a maximum after about 0.9 ms. It can be seen that in
the case where f max51.5 f res , the impulse response rises and
decays slower than under the other three conditions. This has
an important consequence if the direct wave is to be isolated
from the reflections. Additionally, a small time shift of a
fraction of a millisecond can be observed between the peaks
of the four cases; the difference tends to converge as the
value of f max increases. This is basically a consequence of
the major high-frequency information contained in the fre-
quency responses with a higher f max and has no important
consequence on the overall procedure.
The second parameter to be evaluated is the size of the
frequency step. The intention is to find a suitable step size
that will represent accurately the effect of the reflections in
the impulse response. This is important in this case because
the measurements of the electrical transfer impedance are
made frequency by frequency, and thus the number of fre-
quency steps should be limited. The simulated electrical
transfer impedance corresponds to the case of two LS1P mi-
crophones located at a distance of 30 cm from each other.
The upper frequency f max is chosen to be two times the reso-
nance frequency of the microphones. Artificial reflections
have been added by introducing mirror sources. Three cases
have been studied, dividing the frequency interval into ~a!
64; ~b! 128; and ~c! 256 frequency steps that corresponds to
frequency steps of 264, 132, and 66 Hz, respectively. The
impulse responses corresponding to the three cases are
shown in Fig. 6.
It can be seen that the step size of the frequency re-
sponse is an important parameter. As expected, the large size
of the frequency step in case ~a! leads to a subsampling of
the disturbances caused by the latest of the reflections. This
can be seen in Fig. 6~a!, where the corresponding impulse
response is not long enough to include a portion of the re-
flections, and even at zero time a portion of the last reflection
is present. This may be caused by an aliasing effect. Case ~b!
describes a situation that is on the limit of aliasing, but it
contains all the reflections. Finally, case ~c! is a frequency
interval short enough to avoid any aliasing. From the above
results it can be concluded that it is possible to carry out a
simulation of the cleaning procedure of the electrical transfer
impedance describing accurately its impulse response. It is
intended to assess experimental measurements with the
simulation results, and therefore sampling parameters de-
rived from the above methodology that are compatible with
those used in the experimental setup are to be used in the
following.
The electrical transfer impedance between two LS1P mi-
crophones has been generated by using 993 frequency steps
in the frequency range from 900 to 30 690 Hz, i.e., with a
frequency step of 30 Hz. Artificial reflections have been in-
troduced. Background noise has been introduced by adding a
random variation to the simulated electrical transfer imped-
ance of the same level to that observed in the measurement
setup. The missing portion of the contaminated electrical
transfer impedance is filled with values of a reflectionless
electrical transfer impedance. Then, a low-pass filter is ap-
plied to the frequency response. Thereafter, the impulse re-
sponse is obtained, and a Tukey window @Eq. ~7!# is applied.
These are shown in Fig. 7. The peak of the impulse response
is expected to occur at 0.87 ms; however, the linear-phase
characteristic of the FIR low-pass filter introduces the addi-
tional delay that is observed in Fig. 7.
FIG. 6. Impulse response of the simulated electrical transfer impedance
function for different sizes of the frequency step: ~a! 264 Hz; ~b! 132 Hz;
and ~c! 66 Hz.
FIG. 7. Impulse response of the simulated electrical transfer impedance
function and the time-selective window: ——— impulse response, and --
time-selective window.
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The most important outcome of this simulation study is
the effect caused by the application of the cleaning procedure
described in Eq. ~3!. For this purpose, the cleaned electrical
transfer impedance is compared with an ideal reflectionless
electrical transfer impedance; the overall effect of the proce-
dure is defined as the difference between the two quantities.
This result is to be used for assessing the accuracy improve-
ments caused by the removal of the reflections and any de-
viation introduced by the procedure. Figure 8 shows the dif-
ference between the cleaned electrical transfer impedance
and the reflectionless electrical transfer impedance. It can be
seen that major differences are present at the extremes of the
residual function. These differences are apparently caused by
the truncation of the impulse response at an instant when it
has not decayed sufficiently. The ripple on the residual is
explained by the fact that the time-selective window has a
short duration compared with the total length of the impulse
response. Thus, its Fourier transform has high and wide side-
lobes; it can be seen at the residual function that the fre-
quency of the distortions at the extremes coincides with that
present in the Fourier transform of the time window, whose
modulus is also shown in Fig. 8.
Another effect that can be observed is that at the patch-
ing frequency, f 0 , there is a discontinuity of amplitude and
slope between the ideal and the contaminated electrical trans-
fer impedance functions. This is caused by the fact that the
ideal value of the frequency response at that frequency may
coincide with a maximum or a minimum of the contaminated
frequency response. Though this may introduce an additional
harmonic distortion, this may not be significant because the
patching level is normally 40 dB lower than the maximum
value of the frequency response.
All in all, it can be concluded that the most significant
deviations introduced by the cleaning procedure are caused
by the time-selective window. The frequency range where
the time window introduces the maximum levels of distor-
tion can be determined from its frequency spectrum by
evaluating the width and height of the main and secondary
lobes. Thus, the accuracy remains unchanged in the fre-
quency range where the distortion caused by the time-
selective window can be considered as negligible. For met-
rological purposes, this can be set to be compared with a
given uncertainty level.
VI. EXPERIMENTAL RESULTS
In this section, the cleaning procedures have been ap-
plied on experimental data from LS1P microphones. The ex-
perimental setup consists of three LS1P standard micro-
phones, B&K 4160, placed in a small anechoic room with
free space dimensions of 1203803175 cm. The measure-
ment of the frequency response is made using the so-called
steady-state response mode of the analyzer, B&K 2012. The
analyzer is connected to a reciprocity apparatus that mea-
sures the voltage on the terminals of the receiver microphone
and the current through the terminals of the transmitter mi-
crophone.
Figure 9 shows the impulse response of an electrical
transfer impedance between two microphones located at a
distance of 28 cm from each other. It can be seen that the
measured impulse response and the ideal impulse response
have very similar characteristics in terms of duration and
decay time, thus validating the simulation results. Also, the
position of the first reflection which is caused by the standing
wave between the microphones coincides in the two cases.
FIG. 8. Simulated difference between the cleaned and an ideal electrical
transfer impedance function as a measure of the global effect of the cleaning
procedure on the accuracy of the electrical transfer impedance. ———
residual; --- spectrum of the time-selective window.
FIG. 9. Impulse response obtained from experimental data. ~a! is the nor-
malized amplitude and the time window: ——— Impulse response, --- Hil-
bert envelope of the ideal impulse response; and -- time window. ~b!
——— Hilbert envelope of the measured response, --- Hilbert envelope of
the ideal impulse response; and -- time window.
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However, the reflections from the walls appear to come later
in the measured data; this may be a consequence of the se-
lection of the reflection point at the wall, which in the simu-
lation is considered to be the tip of the wedges. A more
realistic simulation should consider the complicated reflec-
tions coming from the wedges.
In order to assess the effectiveness of the technique for
removing the reflections, it is necessary to compare the size
of the removed disturbances with the size of the distortion
introduced by the cleaning procedure ~shown in Fig. 8!. In
Fig. 10 the difference between the cleaned and the measured
electrical transfer impedance function for the same case is
shown. In Fig. 11 the result of the acoustic centers deter-
mined from the cleaned and raw measurements are shown.
The acoustic centers were obtained using a linear regression
procedure on a set of measurements of the electrical transfer
impedance at different distances. These results are compared
with data provided by the Refs. 11, 12, and 22. It is apparent
that the uncleaned or raw measurements give large variations
of the acoustic centers. These deviations are not inherent to
the acoustic centers but a consequence of the interference
patterns of the direct and reflected waves. The approximation
obtained using the cleaned electrical transfer impedances ap-
pears to follow the values given for comparison better, al-
though it diverges at frequencies above 10 kHz. These devia-
tions could be caused by the fact that the acoustic centers are
strongly dependent on the velocity distribution of the dia-
phragm, and around and above the resonance frequency very
little can be assumed about the behavior of this quantity.
Another fact that is worth mentioning is the difference
between the cleaned acoustic centers and the values given in
Ref. 11. The present measurements and those of Ref. 11 were
carried out using the same facilities. At the time when this
report was written, it was suspected that the difference might
be due to an anomalous air absorption inside the anechoic
chamber. In the course of the investigation, a number of
measurements were made while the door of the small
anechoic chamber was open. The results obtained were simi-
lar to those given in the standard.12 After a series of addi-
tional tests, a ventilation system was introduced in the cham-
ber. The results presented here correspond to the new
condition, which proves that the air inside the chamber was
causing the divergence. Thus, application of the cleaning
technique has helped to solve some discrepancies observed
between the theory and experimental measurements. Addi-
tionally, it shows the importance of verifying that the physi-
cal properties of the air inside the anechoic environment
where free-field measurements are to be made are those of
standard air.
Figure 12 shows the average free-field correction of the
three microphones calibrated and values given in Ref. 22 and
the standard.20 The results shown in Fig. 12 are in good
agreement with the previously published data. Unfortunately,
because there is not much information available for the high-
FIG. 10. Difference between the cleaned and the raw experimental electrical
transfer impedance function compared with the difference between the
cleaned and ideal electrical transfer impedance functions obtained from the
simulations. ——— Difference between cleaned and raw, --- difference be-
tween ideal and cleaned.
FIG. 11. Position of the measured acoustic centers of three LS1P condenser
microphones: ——— Average of the cleaned for three microphones, ---
raw, -h- IEC standard ~Ref. 12!, and -,- Rasmussen ~Ref. 11!.
FIG. 12. Experimental free-field correction for LS1P condenser
microphones. ——— Average value for three microphones, s Juhl ~Ref.
22!, and n IEC655 standard ~Ref. 20!.
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frequency range ~above 10 kHz!, the obtained results cannot
be compared with another reference.
VII. CONCLUSIONS
A time-selective procedure has been developed and
tested using computer simulations and experimental data.
The procedure has proved to remove the imperfections on
the electrical transfer impedance caused by reflections effec-
tively. It makes it possible to reduce the uncertainty of the
free-field sensitivity.
The acoustic centers of the microphones have been de-
termined experimentally with improved accuracy over an ex-
tended frequency range that has not been covered before.
The determined values show good agreement with previ-
ously published values at frequencies below and around the
resonance frequency. The high-frequency values provide a
new reference for further analysis. Additionally, the obtained
values have helped to solve some discrepancies observed in
previously published works.
The free-field sensitivity was calculated from the
cleaned electrical transfer impedances using the experimental
acoustic centers. The low-frequency values of free-field sen-
sitivity and, thus, the free-field correction are also in agree-
ment with previously published data. The accuracy of the
calculated sensitivity has been improved significantly in an
extended frequency range not covered in previous work. The
time-selective technique makes it possible to remove reflec-
tion artifacts from the data, thereby effectively obtaining
free-field calibration conditions.
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